Abstract: Thermal comfort is an essential environmental factor related to quality of life and work effectiveness. We assessed the feasibility of wrist skin temperature monitoring for estimating subjective thermal sensation. We invented a wrist band that simultaneously monitors skin temperatures from the wrist (i.e., the radial artery and ulnar artery regions, and upper wrist) and the fingertip. Skin temperatures from eight healthy subjects were acquired while thermal sensation varied. To develop a thermal sensation estimation model, the mean skin temperature, temperature gradient, time differential of the temperatures, and average power of frequency band were calculated. A thermal sensation estimation model using temperatures of the fingertip and wrist showed the highest accuracy (mean root mean square error [RMSE]: 1.26˘0.31). An estimation model based on the three wrist skin temperatures showed a slightly better result to the model that used a single fingertip skin temperature (mean RMSE: 1.39˘0.18). When a personalized thermal sensation estimation model based on three wrist skin temperatures was used, the mean RMSE was 1.06˘0.29, and the correlation coefficient was 0.89. Thermal sensation estimation technology based on wrist skin temperatures, and combined with wearable devices may facilitate intelligent control of one's thermal environment.
Introduction
In enclosed spaces such as an office, classroom, vehicle, and theater, several aspects of the environment provide comfort to people. Thermal comfort is expressed satisfaction with the surrounding thermal conditions, and it is a major condition among several comfort factors [1] . Maintaining thermal comfort improves quality of life and work effectiveness [2] . Specifically, an uncomfortable thermal condition can cause illness or inconveniences such as air conditioner sickness and waking up during sleep [3] . Previous studies have determined a relationship between a comfortable living environment and human productivity [4] . A previously reported approach for achieving thermal comfort is to configure the air conditioning system to the preferred temperature. However, as thermal comfort is subjective and multi-factor dependent, the optimal environmental temperature differs depending on an individual's preference, clothing, activity level, etc. [5] . Therefore, an automatic system for controlling ambient temperature intelligently is required. daily life. Moreover, this technology can contribute to energy conservation by preventing excessive energy consumption.
Experimental Methods

Wrist Skin Temperature Monitoring Device
We have invented a wrist band that can simultaneously monitor skin temperatures from three different parts of the wrist-the radial artery (RA) region, ulnar artery (UA) region, and upper wrist (UW)-as shown in Figure 1 . Firstly, the UW region is a valid candidate for skin temperature monitoring for wrist-watch type devices, as the main body of the device is usually located on the UW, and it is easy to embed the temperature sensor into it. Areas near the RA and UA were considered suitable, as they are the main arteries in the wrist, thus they would contain useful information on thermoregulation. The band was made from cotton, and the device included an additional temperature sensor that can monitor skin temperature from the fingertip. Fingertip skin temperature was acquired to evaluate the performance based on wrist skin temperatures compared to that from fingertip temperature.
The temperature sensing module was designed with a protruding shape to ensure stable contact with the skin. A film-type NTC thermistor (LNJT103F, Lattron, Daejeon, Korea) was used, and each temperature sensor was covered with an thin aluminum cover. As each subject's wrist size is different, we designed the temperature sensing module so that it could be moved and suitably positioned on each subject's wrist region. The temperature measurement circuit was composed of a Wheatstone Bridge electrical circuit with a differential amplifier and a 1-Hz low-pass filter as shown in Figure 2 .
After the sensing module and circuit were fabricated, each temperature sensor was calibrated for accurate temperature measurement. Sensor calibration was implemented using a stirred water bath, and we obtained the voltage output while heating the water from 19˝C to 41˝C. All sensors were attached to the copper plate floating on the water, and the surface temperature of the plate was measured using a wireless temperature sensing device (BN-SKT2, Biopac Systems Inc., Goleta, CA, USA). The relationship between the voltage output and temperature was curve fitted with a 4-order polynomial. personalized environment in daily life. Moreover, this technology can contribute to energy conservation by preventing excessive energy consumption.
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Wrist Skin Temperature Monitoring Device
After the sensing module and circuit were fabricated, each temperature sensor was calibrated for accurate temperature measurement. Sensor calibration was implemented using a stirred water bath, and we obtained the voltage output while heating the water from 19 °C to 41 °C. All sensors were attached to the copper plate floating on the water, and the surface temperature of the plate was measured using a wireless temperature sensing device (BN-SKT2, Biopac Systems Inc., Goleta, CA, USA). The relationship between the voltage output and temperature was curve fitted with a 4-order polynomial. 
Experimental Protocol
Eight healthy subjects (six men and two women, aged 26.63 ± 2.00 years, body mass index: 22.45 ± 2.63 kg/m 2 ) participated in this study. Each subject wore trousers and a short-sleeve shirt (0.57 clo) [1] . To observe skin temperature changes with the thermal sensation variation, we adjusted the ambient temperature using a walk-in climate chamber (EBL-5HW2P3A-22, Tabai-Espec Corp., Osaka, Japan), according to the protocols shown in Figure 3 . Skin temperatures were acquired from four subjects when the ambient temperature was increased from 18 °C to 35 °C. Then skin temperatures were obtained from the other four subjects when the ambient temperature was decreased from 35 °C to 18 °C. Relative humidity was maintained at 50% during the entire experimental sessions. The chamber was equipped with a ceiling that had hundreds of air holes, and the air was cooled or heated by a water circulation system. Air speed in the chamber was measured with an anemometer (Model A531, Kanomax Japan, Inc., Osaka, Japan) and maintained at < 0.2 m/s under a steady state condition. During the experiment, subjects sat on a chair in the center of the chamber and performed office work such as reading a document, using a smartphone, and writing. Subjects liberally moved their arms around or placed their arms on their leg while doing office work. To reduce the thermal effect of surrounding objects, direct contact with a table or wall was prohibited. The wrist band was worn on the subject's non-dominant hand, and the fingertip temperature sensor was attached to the index finger. Skin temperatures from the fingertip, RA region, UA region, and UW were acquired every 1 s. The subjective perception of the overall thermal sensation was assessed using a 9-point scale: very hot (+4), hot (+3), warm (+2), slightly warm (+1), neutral (0), slightly cool (−1), cool (−2), cold (−3), and very cold (−4). Each subject was instructed to mark their subjective thermal sensation on a paper every 2 min to follow the variation in thermal sensation during experiment. 
Development of the Thermal Sensation Estimation Model
As TSVs were surveyed every 2 min, skin temperature data were divided into 2-min segments. Then four parameters-the mean skin temperature (mSKT), time differential of the skin temperature (dSKT), temperature gradient between the measurement positions (gSKT), and average power of a specific frequency band (BP)-were calculated for each segment. The mSKT 
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Development of the Thermal Sensation Estimation Model
As TSVs were surveyed every 2 min, skin temperature data were divided into 2-min segments. Then four parameters-the mean skin temperature (mSKT), time differential of the skin temperature (dSKT), temperature gradient between the measurement positions (gSKT), and average power of a specific frequency band (BP)-were calculated for each segment. The mSKT indicates the average skin temperature of a 2-min segment. As TSVs were surveyed every 2 min, the mean skin temperature was calculated based on 2-min segments. Also, dSKT was a useful predictor in various thermal sensation estimation models [11, 16] , and it was calculated as the difference of the mean skin temperature for the last 10 s compared to that of the initial 10 s. An analysis of data from previous studies indicated that the skin temperature (mSKT) and its time differential (dSKT) were closely related to the response of the cutaneous thermoreceptors and thermal sensation [17, 18] . As altered skin temperature from the thermoneutral level can be a stimulus for thermal sensation [15] , the skin temperature (mSKT), and its time differential (dSKT) were considered potential parameters for thermal sensation estimation. We varied the window from 1 s to 60 s to calculate the dSKT. As a result, the correlation coefficient between the dSKT and TSV differed only by 0.002 depending on the window. In this case, a short duration was usually preferred to benefit the calculation. However, we used the 10-s window to reduce the instantaneous noise in the skin temperature measurement. In addition, we considered the skin temperature gradients (gSKT) between the measurement parts, because the temperature gradients have served as a useful indicator in thermal sensation estimation in previous studies. For example, the temperature gradient from the fingertip to the forearm is a useful indicator for predicting vasoconstriction [19] . Additionally, the skin temperature gradient between the finger and forearm in conjunction with the finger temperature has served as a useful threshold for assessing discomfort from a cool environment [6] . The gSKT was obtained as the average value of the difference between the skin temperatures from two different measurement points. The time differential of the temperature gradient between measurement points (dSKT g ) was also calculated. To comprehend the spectral characteristics, the BP was calculated. In a previous study, Nakayama et al. observed fluctuations in the peripheral skin temperature while one's thermal sensation was between´2 and 2, and they surmised that the fluctuations resulted from the peripheral vessel's vasomotion [3] . Therefore, we evaluated the applicability of spectral characteristics of wrist skin temperatures for thermal sensation estimation. Prior to the power calculation, the signal in each segment was smoothed with a 15-point moving average filter, and detrending was performed to focus on skin temperature fluctuations. Then the average power of four kinds of frequency bands-(1) from 0.05 Hz to 0.1 Hz; (2) from 0.1 Hz to 0.2 Hz; (3) from 0.2 Hz to 0.3 Hz; and (4) from 0.3 Hz to 0.5 Hz-was assessed. In each subject, the parameters of TSV were divided into two groups-a dataset for model development and a dataset for model validation.
To estimate thermal sensation, multiple linear regression analysis was performed. Specifically, stepwise regression was conducted to determine a useful subset of predictors and prevent overfitting. In each analysis, the criteria for entering and removing variables were 0.05 and 0.10, respectively. An estimation model based on a single skin temperature from the finger or one of the three wrist regions was developed. In addition, a model that uses multiple skin temperatures from the finger and various wrist regions was established to determine the effect of multi-sensor fusion. Finally, we analyzed whether the personal estimation model would improve the accuracy of the thermal sensation estimation. After the model was developed, each estimation model was assessed using a validation dataset. The mean root mean square error (RMSE), mean bias, and Pearson's correlation coefficient were calculated to compare the performance of each estimation model.
Results and Discussion
During the experiment, 100,800 skin temperatures were acquired from each channel. Also, 840 TSVs were obtained-66 very hot (+4), 110 hot (+3), 159 warm (+2), 107 slightly warm (+1), 98 neutral (0), 86 slightly cool (´1), 52 cool (´2), 105 cold (´3), and 57 very cold (´4).
Relationship between the Skin Temperatures and Thermal Sensation
Before developing the estimation model, the relationship between the skin temperature and TSVs was determined. As shown in Figure 4a correlated with TSVs. The mean skin temperature from the fingertip showed the highest correlation with TSVs (r = 0.73). Among skin temperatures from the wrist region, the mean skin temperature from the RA region and UW had correlation coefficients of 0.67 and 0.66, respectively. The correlation coefficient between the skin temperature measured at the UA region and TSVs was 0.61. In addition to a single channel observation, we evaluated the relationship between the gSKT and thermal sensation (Figure 4e-f) . The gSKT between the fingertip and wrist had a stronger correlation with thermal sensation than that among the wrist regions. The gSKT between the fingertip and UA region had a correlation coefficient of 0.71. The gSKT between the fingertip and RA region, and UW had a correlation coefficient of 0.64 and 0.52, respectively, with respect to TSVs. Moreover, the temperature gradient among the three wrist regions had a relatively weak correlation with TSVs. The skin temperature gradient between the RA region and UA region or UW had an absolute correlation coefficient < 0.40. Also, the temperature gradient between the UA region and UW had a correlation coefficient of´0.50 with respect to thermal sensation. The dSKT from each wrist region had a higher positive correlation with the TSV than with the fingertip. However, the correlation coefficient between the dSKT and TSV was lower than 0.50. and thermal sensation (Figure 4e-f) . The gSKT between the fingertip and wrist had a stronger correlation with thermal sensation than that among the wrist regions. The gSKT between the fingertip and UA region had a correlation coefficient of 0.71. The gSKT between the fingertip and RA region, and UW had a correlation coefficient of 0.64 and 0.52, respectively, with respect to TSVs. Moreover, the temperature gradient among the three wrist regions had a relatively weak correlation with TSVs. The skin temperature gradient between the RA region and UA region or UW had an absolute correlation coefficient < 0.40. Also, the temperature gradient between the UA region and UW had a correlation coefficient of −0.50 with respect to thermal sensation. The dSKT from each wrist region had a higher positive correlation with the TSV than with the fingertip. However, the correlation coefficient between the dSKT and TSV was lower than 0.50.
Although the mSKT or some gSKTs had a correlation higher than 0.60 in terms of thermal sensation, the range of mSKT was still broad in one scale of thermal sensation. Therefore, we included spectral parameters in the thermal sensation estimation model. As shown in Figure 5 , the average power of each frequency band was generally decreased as the TSV increased. Specifically, there was a significant difference in the BP measured from the fingertip or RA when TSV = 1 (slightly warm) and TSV = 2 (warm) (α = 0.05). In addition, BP obtained from the UW was significantly different when TSV = −4 (very cold) and TSV = −3 (cold).
Some previous studies have reported a sex difference in thermal sensation [20, 21] . The authors found that women were more sensitive to a temperature change from the optimal level than men. However, there was no distinct difference in various parameters depending on sex in this study. Additionally, we think that a larger number of subjects is needed to statistically analyze the effect of sex on thermophysiology. Although the mSKT or some gSKTs had a correlation higher than 0.60 in terms of thermal sensation, the range of mSKT was still broad in one scale of thermal sensation. Therefore, we included spectral parameters in the thermal sensation estimation model. As shown in Figure 5 , the average power of each frequency band was generally decreased as the TSV increased. Specifically, there was a significant difference in the BP measured from the fingertip or RA when TSV = 1 (slightly warm) and TSV = 2 (warm) (α = 0.05). In addition, BP obtained from the UW was significantly different when TSV =´4 (very cold) and TSV =´3 (cold). 
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To develop the model, 422 datasets were used, and the rest of the 418 datasets were used to validate the model. We established four kinds of thermal sensation estimation models based on the: (1) single fingertip skin temperature; (2) single wrist skin temperature; (3) skin temperatures measured around the wrist; and (4) skin temperatures measured around the finger and wrist. Also, as we used a 9-point thermal sensation scale, the maximum and minimum estimated thermal sensation were limited to +4 and −4, respectively. Each estimation model is shown in Table 1 . Some previous studies have reported a sex difference in thermal sensation [20, 21] . The authors found that women were more sensitive to a temperature change from the optimal level than men. However, there was no distinct difference in various parameters depending on sex in this study. Additionally, we think that a larger number of subjects is needed to statistically analyze the effect of sex on thermophysiology.
To develop the model, 422 datasets were used, and the rest of the 418 datasets were used to validate the model. We established four kinds of thermal sensation estimation models based on the: (1) single fingertip skin temperature; (2) single wrist skin temperature; (3) skin temperatures measured around the wrist; and (4) skin temperatures measured around the finger and wrist. Also, as we used a 9-point thermal sensation scale, the maximum and minimum estimated thermal sensation were limited to +4 and´4, respectively. Each estimation model is shown in Table 1 . To evaluate and compare the performance of each estimation model, we calculated the mean RMSE, mean bias, and correlation coefficient. Specifically, the mean RMSE and bias were respectively calculated based on the validation data of each subject and then averaged. As shown in Table 2 , the thermal sensation estimation model using four skin temperatures (i.e., the fingertip and three wrist skin temperatures) showed the highest accuracy among the models. In addition, the estimation model based on three wrist skin temperatures showed a slightly better result to the model that used a single fingertip skin temperature. Among the models based on a single wrist skin temperature, the model with the RA or UW skin temperature provided a similar result. Thermal sensation estimation based on skin temperature from the UA region had the largest mean RMSE. Figure 6 shows the estimated TSVs of six estimation models. To evaluate and compare the performance of each estimation model, we calculated the mean RMSE, mean bias, and correlation coefficient. Specifically, the mean RMSE and bias were respectively calculated based on the validation data of each subject and then averaged. As shown in Table 2 , the thermal sensation estimation model using four skin temperatures (i.e., the fingertip and three wrist skin temperatures) showed the highest accuracy among the models. In addition, the estimation model based on three wrist skin temperatures showed a slightly better result to the model that used a single fingertip skin temperature. Among the models based on a single wrist skin temperature, the model with the RA or UW skin temperature provided a similar result. Thermal sensation estimation based on skin temperature from the UA region had the largest mean RMSE. Figure 6 shows the estimated TSVs of six estimation models. After assessing the performance of six thermal sensation models, we established a personal thermal sensation estimation model, which was developed using individual data. As eight subjects participated in this study, each type of estimation model had eight different equations. Then each model was applied to the validation dataset of the corresponding subject. As shown in Table 3 , the performance was improved; the mean RMSE decreased, and the correlation coefficient increased. The thermal sensation estimation model based on the fingertip and three wrist skin temperatures showed the highest accuracy (mean RMSE <1). Additionally, the model based on the three skin temperatures or the skin temperature near the UW had a smaller RMSE and a higher correlation than the model based on the fingertip skin temperature. Lastly, TSV was estimated without calculating spectral parameters when the model was based on skin temperature near the UA. In Figure 7 , the estimated thermal sensation based on the personal model was close to the actual TSVs. After assessing the performance of six thermal sensation models, we established a personal thermal sensation estimation model, which was developed using individual data. As eight subjects participated in this study, each type of estimation model had eight different equations. Then each model was applied to the validation dataset of the corresponding subject. As shown in Table 3 , the performance was improved; the mean RMSE decreased, and the correlation coefficient increased. The thermal sensation estimation model based on the fingertip and three wrist skin temperatures showed the highest accuracy (mean RMSE <1). Additionally, the model based on the three skin temperatures or the skin temperature near the UW had a smaller RMSE and a higher correlation than the model based on the fingertip skin temperature. Lastly, TSV was estimated without calculating spectral parameters when the model was based on skin temperature near the UA. In Figure 7 , the estimated thermal sensation based on the personal model was close to the actual TSVs. 
Conclusions
As various wrist-type wearable devices are available on the market, we evaluated the applicability of wrist skin temperature monitoring in thermal sensation estimation. Skin temperatures from three different parts of the wrist were monitored in sedentary people under various ambient temperatures, and the fingertip skin temperature was simultaneously measured. The highest accuracy was found using the estimation model based on the fingertip and three wrist skin temperatures. Also, the thermal sensation estimation model using the three wrist skin temperatures showed a slightly better performance to the model based on the fingertip skin temperature. When a personal estimation model was used, the accuracy of each model improved. In addition, the personal thermal sensation model based on the three wrist skin temperatures had a mean RMSE of 1.06 and a correlation coefficient of 0.89. Although a small group of subjects were included in the present study and the activity level was restricted to sedentary office work, we made an initial attempt to assess the feasibility of wrist skin temperatures for thermal sensation estimation and develop a specific estimation model based on wrist skin temperatures. Interest in thermal comfort is increasing with the desire to improve quality of life and energy conservation. Thus, wearable devices that can estimate thermal sensation may facilitate intelligent control of one's thermal environment and provide personalized thermal comfort.
